Background & Aims: There is a need for new methods to study the dynamics of the
Introduction
The lower esophageal sphincter (LES) is not solely responsible for impeding the flow between the esophagus and the stomach. The crural diaphragm encircles about 2cms of the esophagogastric junction (EGJ) and the sling or oblique fibers of the stomach also contribute to the mechanism 1, 2 . Esophageal and gastric motility, pressures in the abdominal and thoracic cavities and the exact location of the EGJ all play a role in defining its function. The anatomy and behavior of the EGJ also change with time and body posture 3 . The EGJ is a very dynamic mechanical structure. A lot of knowledge about the anatomy of the EGJ has been assembled over the last 40 years but much of our limited understanding of the behavior has been related to manometric studies. Intraluminal pressure recording is the current gold standard for determining the motility characteristics of the esophagus. While manometry provides useful information on the location of the EGJ and on phasic motility within the lumens of the digestive tract, it may be more restrictive in what it can tell us about sphincteric regions and their dynamics.
Two classic diseases involving the EGJ are gastroesophageal reflux disease (GERD) and achalasia. Achalasia is an esophageal disorder of unknown cause characterized by aperistalsis of the esophageal body and impaired relaxation of the LES 4 . Manometry has proven to be a useful tool in classic cases but for early detection better measurement methods to determine sphincter function are needed. Harris and Pope found that sphincters do not necessarily need to squeeze or contract tightly to be competent. Therefore resistance to distention should be the prime determinant of sphincteric strength. A measurement of the radial force applied from within the sphincter necessary to open it would provide a more meaningful guide to the evaluation of sphincter effectiveness 5 . Manometric techniques are very limited in what they can tell us about radial force. Despite recent recommendations to not rely on manometry for certain diseased states, it is still used together with pH measurement and traditional imaging techniques to detect the pathology behind the cardinal abnormalities associated with disturbances in the EGJ function 6 .
Usually in medicine dynamic diagnostic imaging methods such as ultrasound or barium studies using fluoroscopic imaging can be used to visualize and evaluate the EGJ. However, none of these imaging methods give sufficient dynamic details to allow for the measurement of the radial force applied to the sphincter. Some attempts have been made over the years to address the inadequacies of the established measurements techniques. Parameters such as distensibility, opening patterns, dimensions, and flow rate may be important in understanding EGJ dynamics, but it is only in recent times that these characteristics associated with the EGJ's resistance to distention have been studied [7] [8] [9] . Based on impedance planimetry, an already established technique for performing balloon distentions in the alimentary lumens, this work outlines the use of a functional lumen imaging probe (FLIP) 10 11 12-15 16 17 . The probe combines measurements of the EGJ resistance to distention with geometric reconstruction of the EGJ 18, 19 . This concept of measuring distensibility of the EGJ has already been considered by Pandolfino et al 7 .
We hypothesized that the FLIP would be able to give substantial new information about the EGJ in health and disease. The aims of this study were: 1) To verify the efficacy and usefulness of the FLIP for the evaluation of the EGJ in healthy subjects; 2) To confirm location of FLIP with ultrasound imaging of the EGJ, and 3) to compare the ability of the FLIP in determining EGJ characteristics from data on healthy controls with preliminary data on two achalasia patients.
Materials and Methods

Subjects
Eight volunteers (6 males), mean age 26 (21-35) years were recruited for this study. Volunteer inclusion criteria were age 35 years old or less, non-smokers, no history of reflux, heartburn or regurgitation. Subjects were healthy; they had no previous gastrointestinal surgery and were taking no prescribed medication.
Two achalasia patients were recruited for the pilot study. Both were balloon dilated under fluoroscopic guidance with a 30mm dilator (Rigiflex II, Boston Scientific, Natick, USA) balloon inflated until the balloon unfolded fully. This was done at least twice in the previous 12 months.
Patient # 1 was also a male, aged 28 years with dysphagia for 18 months. On manometric investigation before dilation the lower esophageal sphincter pressure was 50 mmHg (67 cmH 2 0), and relaxation was incomplete. A method of determining differences in the pressure changes at three points in the distal part of the esophagus as the subject rapidly swallows 180ml of contrast continuously, know as the swill test, was also positive for achalasia 20 . In the smooth muscled corpus only non-peristaltic, low amplitude (<30 mmHg) repetitive deflections were noted. At endoscopy the esophagus was slightly dilated, and the cardia region closed. There was no saliva or food retention. The patient was previously dilated three times (8, 9 , and 11 months before investigation), with transient (1-2 weeks) effect. Patient # 2 was a male, aged 60 years with a lower esophageal sphincter pressure 41mmHg (55 cmH 2 O) before dilation and incomplete relaxation of the sphincter upon swallowing. He suffered from dysphagia for 12 months. Swill test was positive for achalasia. In the smooth muscle esophagus only non-peristaltic, repetitive contractions with amplitudes up to 50 mmHg (67 cmH 2 O) were measured after wet swallows.
Upon endoscopy it was noted that the esophagus was slightly to moderately dilated and there was retention of saliva. It was further noted that the cardia region was contracted.
The study was carried out with Local Ethics Committee approval (Protocol No. VN 2003/120mch) and informed consent was obtained.
The Probe
The FLIP was custom designed to measure eight cross-sectional areas (CSAs), two manometric pressures and to facilitate the insertion of a 1.7mm diameter, 20 MHz radial scanning ultrasound miniprobe model (UM-3R, Olympus Corporation, Tokyo, Japan) (figure 1) used for validation.
The length of the probe was 72 cms with 60 cms towards the proximal end constructed from a 7 lumen polyurethane tube with an outer diameter of 6 mm. The distal 12 cms of the probe, which lies inside and distal to the bag, was constructed of a two lumen polyethylene catheter with an outer diameter of 1.6 mm.
An excitation constant current of 100µA at a frequency of 5 kHz was generated from a source in the data acquisition system (GMC Medical, Hornslet, Denmark). The current was delivered to two excitation electrodes located on each side of the multiple detection electrodes.
Voltage measurements were made across 8 electrode pairs, each electrode in the pair was 1 mm from the other and the distance from the centre of one pair to the next, i.e. the distance between measurements, was 4 mm. The voltage measured was proportional to the impedance between the sensing electrodes which increased as the bag filled with saline 19 . This impedance change was therefore proportional to the CSA change at each sensing pair in the bag. The bag was infinitely compliant to an inflated diameter of 3.2 cms. The cylindrical bag length when mounted on the probe was 10 cms and the bag ends were folded in before affixing them to the catheter. This creates a rolling bag effect where, when the bag was inflated, the catheter can move longitudinally through 3 cms without dislodging the bag. The channels in the catheter could be perfused with saline and were used to make manometric pressure measurements using a low compliance perfused system connected to external transducers (Edwards TruWave, Edwards
Lifesciences, Irvine, CA, USA). Pressure measurements were made proximal to and inside the bag. The ultrasound miniprobe was connected to an ultrasound processing and imaging system (EU-M30 Olympus Corporation, Tokyo, Japan), the output video signal was connected to and directly captured by a digital video frame grabber with appropriate software (Studio 8, Pinnacle
Systems Inc., CA, USA).
Data Analysis
The measured voltages from the 8 electrode pairs and the pressure transducers was amplified and digitized using the data acquisition system. The data was collected at a sampling rate of 10Hz and transmitted to a personal computer. Data was displayed on the personal computer using a custom made data acquisition software system programmed in Labview® version 6.1. (National Instruments, Austin, Texas, U.S.A.). Software was developed using Matlab® version 6.5
(Natick, MA, USA) for data analysis, plotting and three dimensional (3D) rendering. C water bath for a short time to reach body temperature. While the FLIP and the calibration tubes were immersed in the water bath, the bag was deflated. Starting with the largest cylinder the probe was placed so that the balloon was completely inside the tube and kept parallel to the cylinder wall. The bag was inflated until it fitted tightly to the inner walls of the tube. The software was configured in calibration mode.
Device Calibration
The calibration voltage was automatically recorded for 10 secs and the average voltage recorded was converted to the CSA value of the respective tube in mm 2 . This procedure was repeated for each tube in descending order of size. A calibration curve was then generated for each CSA by using a linear point curve fit method and the calibration was stored leaving the FLIP ready for use. This calibration procedure was carried out immediately before each study.
Volunteer Procedure
The protocol is shown in figure 2 . The FLIP was inserted orally and moved forward until the balloon, mounted toward the distal end, traveled all the way into the stomach so that the distance from the nares to the distal tip of the balloon was 60 cms. Once the FLIP was inserted the subjects were allowed at least 20 mins to relax after being put in the supine position with the head tilted slightly forward where they remained for the duration of the study. Three reverse step pull throughs at 1 cm intervals were performed from this point and the lower esophageal sphincter high pressure zone and the respiratory inversion point were identified using the perfused hole proximal to the bag containing the CSA electrodes. The respiratory inversion point is where positive pressure in the abdominal cavity due to respiratory fluctuations becomes negative as the manometric measurement point moves into the thoracic cavity. The distance from the distal tip of the probe to the respiratory inversion point was noted. The average distance to the distal tip measured for the three pull throughs was recorded and used as the distance to place the centre of the 8 electrode array for measuring CSA so that the balloon straddled the EGJ Three volume controlled distentions at 40 ml min -1 with concomitant measurement of CSA and pressure were then carried out to the point of pain detection threshold or to a maximum volume of 60 ml whichever came first. The subjects were then administered 20mg of butylscopolamine to block cholinergic-mediated contractile smooth muscle activity. A further two volume controlled distentions were then carried out at 40ml min -1 to the point of pain sensation or to a maximum volume of 60 ml. During all distension the subjects were asked to refrain from swallowing. If swallowing did occur the distension was repeated.
Achalasia Patient Procedure
The FLIP was inserted nasally and guided down the esophagus under fluoroscopic control. As before the probe was moved forward until the balloon section traveled all the way into the stomach so that the distance from the nares to the distal tip of the balloon was 60 cm. The FLIP was then retracted until the detection electrodes on the probe were in position straddling the EGJ as viewed fluoroscopically. The distance from the tip of the nose to the end of the probe was noted. No manometric pull throughs were performed on the patients as there was a danger of dislodging the probe into the esophagus. When the probe was in position the patients relaxed for twenty minutes and then a number of preconditioning distentions were carried out as per the volunteer protocol and from this point on the protocol on patients was the same as for the volunteers described earlier except that no ultrasound pull-throughs were performed due to difficulties in probe placement.
Results
The LES and the respiratory inversion point were identified using manometry in all volunteers.
The median LES pressure was 32 (26-55) cmH 2 O. In all but one of the volunteers the respiratory inversion point was found to identify the narrowest point through the EGJ during distention. In some cases the probe was moved proximally or distally by 1 cm to optimize the position. In the achalasia patients the FLIP was successfully placed in the EGJ when guided by the fluoroscopic image. None of the study subjects had a hiatus hernia.
Anatomy of the EGJ
The two-dimensional EGJ geometry for the 8 volunteers is shown in figure 4 . It can be seen that over a 28 mm distance in the area of the high pressure zone the geometry varied considerably.
The ultrasound measurements made at stepped volumes confirmed that the point, at which the detection electrodes were placed, correlated well with the muscle thickening region found at the EGJ in all the volunteers. An example is shown in figure 5 . This region correlated well with the high pressure zone in all but one of the volunteers (No. 5 in figure 4) . After a number of exploratory distentions in this volunteer the EGJ was found about 3 cms lower than identified by the pull through. This position was confirmed using ultrasound. Analysis of the tracings suggests that due to very active peristaltic movements it was difficult to detect the high pressure zone in the EGJ from contractions in the nearby distal esophagus illustrating the limitations of single point sensing manometry. suggesting that the esophagus is shortening and /or that the EGJ opens from the stomach.
Compliance Data
Functional imaging
From CSA data during distentions at 40ml/min a three dimensional image of functional geometry through the EGJ was constructed in video animation format. An example of an image of a typical pattern for all the volunteers is shown in figure 8(A) . Here the narrowest point migrated towards the proximal end of the CSA which was also indicated in the data from the ultrasound pictures. Data was also reconstructed in the same manner for distentions in patient 1
( figure 8B ). The reconstructed data in figure 8A and 8B indicates how functional lumen imaging data can clearly distinguish between a normal and a diseased EGJ. The profile for the volunteer in figure 8A shows how the sphincter is more compliant and the CSA increases gradually at the narrowest point as the volume increases. This is not the case in figure 8 B where the narrowing region of the EGJ remains at a small CSA right up to the 60ml distention volume. Although the images in figures 8 demonstrate how the data can be used, these still images do not fully illustrate how this technique demonstrates the dynamic action of the EGJ which can be seen on video at http://www.mech-sense.com/computerstim.htm
Discussion
The FLIP technique represents the first method by which the function and anatomy of the EGJ can be quantified in the same experiment. In the current work it was determined that the FLIP can be used practically to determine the dynamic profile of the EGJ. By providing CSA-pressure curves FLIP was superior to manometry for determining EGJ characteristics and provides much better information on its action. Use of this new technique was confirmed by using radial scanning ultrasound. The data presented shows that pressure-volume relationships are not adequate for denoting the differences between achalasia sufferers and normal controls. FLIP may be usable in patients where substantial new information can be used to guide the clinician towards better therapy based on the patient's dynamic distention profile.
The limitations of manometry
Since the seminal works of Code et al. and Ingelfinger in the 1950s it has been common practice to use manometry to quantify function at the EGJ 21, 22 . However the concept that a sphincter prevents flow by creating a barrier of pressure is limited. This has been demonstrated in recent works where manometry was unable to identify different patterns of reflux in patients with different posture and time patterns 3 . Manometric quantification of the EGJ is based on the principle that the junction maintains a force or a "squeeze" when it is contracted. However, it cannot be assumed that the EGJ exerts a force perpendicular to the lumen when it is closed. As an example the action of EGJ can be considered as a sliding door. It takes a lateral force to open or close the door but when the door is closed it can resist a perpendicular force without the radial force. If the EGJ acts like a sliding door when closed then a technique such as manometry, which measures the presence of a lateral force, would be of less value to determine its characteristics.
Resistance to distention is, as suggested by Harris and Pope a better marker for quantifying sphincter function than squeeze or tonic contraction 5 . More recently this idea has been explored by other researchers indicating that differences between normal controls and patients with diseases of the EGJ show differences in their pressure-geometry characteristics during distensions 9, 23, 24 .
Advantages of CSA-pressure data
The current technique has its basis in the concepts developed by Biancani in three dimensions 7 . It is very difficult in practice to control pressure in the EGJ. Although our pressure-volume results broadly concur with those of Shaker et al. 9 , we do not agree that the rate of change of volume over rate of change in pressure is a suitable measure of distensibility of the EGJ. From our data multiple pressure-CSA relations are more useful and has a sound basis in the physical sciences 9 . Our findings in relation to reduced compliance in the achalasia patient concur with the results from Mearin et al. who used a resistance to flow rather than a resistance to distention technique 24 .
Subjects
The data from healthy volunteers demonstrated the anatomical action of the junction identifying previously immeasurable parameters such as the narrowest point, the dynamic movement during bag distention and reconstructing the geometry of the EGJ in an animated video. It is quite easy to confirm achalasia with manometry but it may be less straightforward to However, with FLIP we demonstrated that as the CSAs increased during balloon distension, the pressure remained low in the balloon indicating that the force exerted on the balloon by the EGJ is very low and hence sphincter contraction force must be very low. Perhaps this patient has another, less classical manifestation of the disease, and it is possible that our findings could be of benefit in the selection of a treatment modality. Hence, a technique such as FLIP may provide
better information on what treatment technique to use by providing a better understanding of sphincter dynamics in the diseased state.
Limitations and future improvements
As with any other invasive technique we may have disturbed the function of the EGJ. However, since this is a provocative distention test rather than a test of contraction or squeeze such as manometry is, this may not be a significant problem. The true value of this data can be better represented on a video image. In this case the video images were generated after data collection but technological developments will not restrict the reconstruction of these images in real time.
Although the resolution of the CSA profiles was good the technique would benefit more by increasing the number of detection points and therefore the number of CSAs measured through the EGJ. This is technically possible and would also give the possibility for increasing the measurement range. Pressure measurement in the bag was from the most proximal end and this may have been a source of error if the bag does not form a common cavity.
Conclusions and Perspectives
The current work represents an entirely new technique for dynamic evaluation of the EGJ.
Measurement with the FLIP can be as easily performed as a manometric study. The study demonstrates that the FLIP can be placed in the EGJ, and that it gives substantial new and detailed information about the EGJ in health and disease. Further studies will help evaluate the full usefulness of the technique. It may be of benefit in determining the competence of the EGJ in patients with e.g., achalasia and GERD. There may also be benefits in evaluating patients undergoing surgery and endoscopic therapies for such diseases where the patients could be monitored before, during and after treatment. It could for example be used down the working channel of an endoscope to determine the effects of endotherapies on reflux disease 27 28 . This technique may also be useful in other sphincteric regions in the digestive tract and thus may become an important clinical instrument.
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